Complications of positioning holes in posterior chamber intraocular lenses.
We report our experience with five patients in whom the positioning holes of posterior chamber lenses appeared to cause various complications. The complications included iris chafing with resultant hyphema and pigment loss, iris adhesion to a positioning hole, fibrotic ingrowth into a positioning hole, and fine white deposits of unknown etiology on the lens surface. The possible causes and significance of these findings are discussed.